Objective: The objective of this study was to compare the flexural strength of the stems of three maxillary expanders screws of Morelli, Forestadent and Dentaurum brands.
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IntROduCtIOn
Rapid maxillary expansion (RME) has been shown to be an efficient method for correcting skeletal posterior crossbite 6, 16 . The success of RME performed in young patients may also be extended to adult patients by means of surgically assisted maxillary expansion. 11 To increase the efficiency of the forces generated by the expansion screw, osteotomies are performed attenuating the stress generated by osseous attachments releasing the median palatine suture. 3, 4 This procedure optimize the orthopedic effect preventing the undesirable dental effects represented by the inclination of the teeth. 1, 10 The force released by the expanders produces areas of compression in the periodontal ligament of the supporting teeth, leading to bone resorption and subsequent dental movement. Expander appliances such as Hyrax type, which concentrate the force in the dentoalveolar areas, may be more iatrogenic from the periodontal point of view and may cause more root resorption than the expanders of the Haas type, which distribute the force among the anchorage teeth and the surface of the palate. 15 There are important differences between facial orthopedic procedures that use rapid expansion or just simple orthodontic procedures. Orthodontic mechanics are used aiming constant forces application for a long period of time, seeking more physiological, skeletal and periodontal responses. Whereas the rapid maxillary expansion produces heavy forces aiming minimum dental movement and maximum orthopedic response. Therefore, it is fundamental that maxillary expansion appliances have sufficient resistance to bear the required forces for facial orthopedic procedures.
The application of orthodontic forces during rapid maxillary expansion, the effects on sutures, teeth and periodontium, as well as types of appliance has been extensively evaluated. 2, 7, 17, 5 However, there is a notable lack of studies related to the resistance of screws used in rapid maxillary expansion. The resistance of expansion appliances has a direct influence on the amount of force transmitted to the teeth and, consequently, to the median palatine suture region. Therefore, the aim of this study was to evaluate the three point flexural bending resistance of the bars of expansion screws used in rapid maxillary expansion procedures.
MateRIal and MetHOdS
The sample consisted of 3 expansions screws from 3 different manufactures (Morelli, Dentaurum and Forestadent). Each expansion screw is composed of 4 bars, totalizing 12 bars per group (n=12). The characteristics of the screws used are described in Table 1 .
three point flexural bending test
For the three point flexural bending test, the bars of the maxillary expansion appliances were cut with pliers suitable for cutting thick wires close to the joint between the bar and the screw body.
Bars were then placed in a centralized position on a device with bilateral support, so that the distance between the supports could be set in 20 mm (Fig 1) . Next, the device set was placed in the universal test machine Instron 4411, so that the chisel was placed equidistant from the supports (Fig 1A) . To perform the test, the machine was programmed to displace 5 mm at a speed of 1 mm/min (Fig 1B) . To evaluate modulus of elasticity, which was obtained from the tension x deformation graph of the materials (Figs 2, 3 and 4) during the flexural bending resistance test, Bluehill 2 (Instron Inc., version 2.17) test monitoring software was used. The modulus of elasticity represents the stiffness of the material to a certain deformation, within the elastic limit. Therefore, the greater is the modulus of elasticity, higher is the stiffness of the evaluated material. After test, data obtained were submitted to the one-way Analysis of Variance and the Tukey Test, with a level of significance of 5%. 
ReSultS
The one-way Analysis of Variance showed that there was statistically significant difference among the evaluated screws (p<0.01). The results described in Table 2 show that Forestadent screw presented the highest bending resistance, significantly higher than the value of Dentaurum screw, which was significantly higher than the obtained for that of Morelli screw (p<0.05). The results of the modulus of elasticity showed that Forestadent screw had the greatest modulus of elasticity (154 GPa), followed by Dentaurum (140 GPa) and Morelli screw (136 GPa), (Table 2) .
dISCuSSIOn
The mechanical properties are one of the most important characteristics of metals during the various applications. In orthodontic and orthopedic In vitro evaluation of flexural strength of different brands of expansion screws original article treatments, such as rapid maxillary expansion, the metal wires and expander screw are submitted to mechanical load that cause localized residual tensions, capable of causing permanent deformations. The material must have sufficient resistance to the stresses involved in the movements of the articulations and biocompatibility, without releasing toxic products into the oral environment. 9, 8 Characterization of the metal alloy and the expansion screw behavior is very important in order to know the real conditions, possibilities and limitations of use because screws are offered on the market by various manufacturers, frequently without adequate specification of properties.
Statistical analysis of data obtained in the mechanical flexural bending resistance tests showed that Forestadent screw showed a significantly higher bending resistance than Dentaurum screws.
Subsequently, Dentaurum screws presented a significantly higher value than the Morelli ones (Table 1). During activations, forces are generated with magnitudes ranging from 1000 to 3500 grams in a single activation and accumulate over 7000 grams during the consecutive activations. 19 These results indicate the possibility of using Forestadent screws in clinical situations that may require greater expansion screw rigidity, such as rapid maxillary expansion performed in adult patients. The higher resistance values may be explained by the greater modulus of elasticity presented by this screw, making this material more resistant to deformation, leading to better force transmission to the sutures during screw activations in comparison with other screws. Moreover, the screws of the three tested brands can be used in all cases of rapid maxillary expansion. However, when greater resistance of the screw bars is required, the choice must be the most resistant one, that according to the present study is Forestadent followed by the Dentaurum and Morelli screws.
Rapid maxillary expansion provides heavy forces, above 450 N, 13, 14, 19 which can easily open the median palatine suture in young patients. 12, 18 Therefore, the results of the flexural bending tests suggest that the expansion screws present suitable resistance for satisfactory rapid maxillary expansion procedure, without harm to the expansion screw and, obviously, not compromising the RME procedure.
COnCluSIOnS
The flexural bending resistance of the screws was influenced by the commercial brand. Among the manufacturers tested, Forestadent screw presented the highest bending resistance and modulus of elasticity, followed by Dentaurum and Morelli screws. The three screws presented adequate flexural bending resistance for use in rapid maxillary expansion procedures. Different letters represent statistically significant difference (p<0.05%). 
